
Annexure “B” 
Qualification Criteria 

1. Minimum turn over requirement for last three financial year (2005-06; 2006-07; 2007-08) 
for the respective schedules is as follows –  

Schedule  
No 

Minimum Turnover 
needed 

Minimum Turnover 
needed 

 For Manufacturer For Dealer 
1 5 Crore 
2 5 Crore 
3 5 Crore 
4 5  Crore 
5 5 Crore 
6 4 Crore 
7 5  Crore 
8 10  Crore 
9 50  lakhs 

1 crore 

2. Notwithstanding anything stated above, the SHSB reserves the right to assess the 
Tenderer’s capability and capacity to perform the contract satisfactorily before 
deciding on award of Contract, should circumstances warrant such an assessment.  

3. SHSB reserves the right to ask for a free demonstration of the quoted equipment 
at a pre determined place acceptable to SHSB for technical acceptability as per the 
tender specifications, before the opening of the Price Tender. 
 

4. All the major Equipment should be ISO 13485:2003 or FDA or CE approved. The following items 
are considered major items : 

Sn. No. EQUIPMENT Type Sch. No. 
1 OT  TABLE 1.1 

2 OT LIGHT 1.2 

3 ANAESTHESIA MACHINE 2 

4 HARMONIC SCALPEL 5.1 

5 MULTI PARAMETER MONITOR 3.1 

6 FLASH STERILISER 8 

7 SYRINGE PUMP 4 

8 DEFIBRILLATOR 3.2 

9 INFUSION PUMP 4.2 

10 HIGH DEFINITION LAPAROSCOPY SYSTEM 5.2 

11 HEAD LAMP-XENON 5.3 

12 PATIENT WARMING BLANKET 7 
5. Manufacturer/Supplier should have ISO certification for quality standards. 




